1. Introduction {#s0005}
===============

Tyrosine kinase inhibitors (TKIs) are oral small molecule drugs for the treatment of various cancers. The successful use of TKIs has observably improved the long-term survival outcome of patients [@bib1]. However, suboptimal response and response failure to such therapy are still observed in chronic myeloid leukemia (CML) patients [@bib2]. Moreover, most of the patients experience intolerable adverse reactions [@bib3]. Imatinib, dasatinib and nilotinib are the first-line treatment of CML. The relationship between imatinib steady-state trough concentrations and clinical response has been established in CML patients [@bib4]. Moreover, evaluation of the concentrations of dasatinib and nilotinib may also be beneficial to clinical therapy [@bib5]. For example, Wang et al. [@bib6] have reported that the major cytogenetic response is significantly associated with weighted average steady-state dasatinib plasma concentrations, and pleural effusion is significantly associated with its trough concentrations. Besides, a higher nilotinib exposure is found to be associated with higher incidence of bilirubin elevation [@bib7]. Therefore, therapeutic drug monitoring (TDM) of this category of drugs potentially provides a useful tool for individualizing treatment and improving clinical response by dose-adjustment.

It is worth noting that interpatient variability is high (60%) in imatinib steady-state trough concentrations [@bib8]. Gene polymorphisms of transporters may affect imatinib steady-state trough concentrations [@bib9]. Imatinib is a substrate for organic cation transporter 2 (OCTN2) encoded by *SLC22A5* and organic anion transporting polypeptide 1B3 (OATP1B3) encoded by *SLCO1B3* [@bib10], [@bib11]. However, it is unknown whether polymorphisms in these two genes are related to interpatient variability in imatinib steady-state trough concentrations.

To date, some methods using liquid chromatography--tandem mass spectrometry (LC--MS/MS) for simultaneous determination of several TKIs have been published [@bib12], [@bib13], [@bib14], [@bib15], [@bib16], [@bib17], [@bib18]. However, as previously reported, isotope-labeled ISs, such as \[^2^H~8~\]-imatinib, \[^2^H~8~\]-dasatinib and \[^13^C~,~ ^2^H~3~\]-nilotinib, were chosen. While isotope-labeled ISs are not quite fit for the conventional TDM in most hospitals' labs in China because of their difficult availability and high price. Furthermore, one of these assays is developed using online, automated sample pre-treatment and TurboFlow HPLC system, which is limited for routine TDM purposes [@bib16]. Another assay selects solid phase extraction (SPE), a more costly method compared with liquid-liquid extraction, as sample preparation [@bib17]. In the aspect of elution modes, researchers in these studies prefer to use gradient elution which is more complex and slower than isocratic elution [@bib19].

From the point of view of TDM in clinical practice, a rapid, simple and economical method is particularly important for determining a large number of human plasma samples in hospitals. As a result, we mainly aimed to develop and validate a sensitive, rapid and simple UPLC--MS/MS method with minor costs for simultaneous analysis of imatinib, dasatinib and nilotinib, which can be easily applied to conventional TDM in clinical practice in China. This method has been used for quantification of these three TKIs in human plasma samples obtained from a cohort of CML patients. In addition, the application of this method to a pilot study investigating the relationship between imatinib steady-state trough concentrations and different gene polymorphisms of transporters may be of interest to researchers in the pharmacokinetic field.

2. Experimental {#s0010}
===============

2.1. Reagents and chemicals {#s0015}
---------------------------

Imatinib mesylate (Batch number: 085M4727V, purity: 100%) was purchased from SIGMA-ALDRICH, Saint Louis, USA. Dasatinib (Lot number: 10-ABY-13-1, purity: 98%) was obtained from Toronto Research Chemicals Inc., Canada. Nilotinib (E1610009, purity \>99%) was obtained from Aladdin^®^, Shanghai, China. Gliquidone standard was purchased from National Institute for Food and Drug Control, China. Acetonitrile, methanol and ethyl acetate were of HPLC grade, and other chemicals and solvents were all of the highest analytical grade.

2.2. Preparation of stock solutions, calibration standards, and quality control samples {#s0020}
---------------------------------------------------------------------------------------

Stock solutions of imatinib, dasatinib and nilotinib standards were prepared in methanol at concentrations of 1.05 mg/mL, 0.98 mg/mL, and 0.94 mg/mL, respectively. A stock solution of gliquidone (IS) was prepared at 1.04 mg/mL in methanol. All stock solutions were stored at −20 ℃. Working solutions were prepared by diluting these stock solutions with 60% acetonitrile, and the working solution of IS for analysis was about 50 μg/mL. Calibration standards were prepared from these working solutions by diluting with blank plasma to achieve concentrations of 2.6 -- 5250.0 ng/mL for imatinib, 2.0--490.0 ng/mL for dasatinib, and 2.4--4700.0 ng/mL for nilotinib. Similarly, quality control (QC) samples run in each assay were also prepared.

2.3. Chromatographic and mass spectrometric conditions {#s0025}
------------------------------------------------------

UPLC analysis was performed by a Waters Acquity Ultra Performance LC system (Waters, USA). Chromatographic separation was achieved on an Xtimate Phenyl column (2.1 mm×150 mm, 3 µm, Welch Materials, Inc., USA) using isocratic mobile phase. The column temperature was maintained at 40 ℃, and the auto-sampler temperature was set at 10 ℃. The mobile phase consisted of A (aqueous phase: 0.15% formic acid and 0.05% ammonium acetate) and B (organic phase: acetonitrile) (A:B=40:60,v/v). The flow rate was 0.25 mL/min. The total run time was 6 min. The UPLC system was connected to the mass spectrometer Quattro Premier XE MICROMASS (Waters, USA). The analytes and IS quantifications were achieved by operating the mass spectrometer in positive ion electrospray ionization (ESI) source with MRM mode.

The solution of each TKI at a concentration of 1 μg/mL was injected for testing under the isocratic elution with the mobile phase (A:B=40:60, v/v). Take imatinib for example, the Mass Scan function and Daughter Scan function were used to find the precursor ion and product ion of imatinib, respectively. According to the scanning results, the most prominent precursor ion and product ion of imatinib were at *m/z* 494.5 and *m/z* 394.5, respectively. So, the MRM transition *m/z* 494.5→394.5 was created for imatinib. The influential parameter such as collision energy (CE) was optimized step by step during repeated injections. We started from 10 V to 40 V when we optimized the CE for *m/z* 494.5→394.5, with an interval of 5 V between each injection. When the maximal point was found, we would further optimize the parameter delicately. By doing so, we could find that the strongest signal for the channel *m/z* 494.5→394.5 was acquired at 28 V. The same strategy was also applied to the tuning of dasatinib, nilotinib and IS. Characteristic transitions were 488.7→401.5 for dasatinib, 530.7→289.5 for nilotinib, and 528.5→403.4 for IS. The optimum CE was 32 V, 30 V and 15 V for dasatinib, nilitonib and IS, respectively. The ion source and desolvation temperatures were 120 ℃ and 350 ℃, respectively. The optimum cone voltages were 45 V, 60 V, 50 V and 30 V for imatinib, dasatinib, nilitonib and IS, respectively. The cone gas flow was 50 L/h and the desolvation gas flow was 750 L/h. Masslynx Sofware (version 4.1, Waters) was used for data acquisition and processing.

2.4. Sample preparation {#s0030}
-----------------------

The liquid-liquid extraction method was used for plasma sample pre-treatment. 60 μL of IS working solution (50 μg/mL) and 50 μL of sodium hydroxide solution (0.1 mol/L) were added into 300 μL of plasma sample. After vortex mixing for about 2 min, ethyl acetate (1.2 mL) was added and vortex-mixed thoroughly for 5 min, then the mixture was centrifuged at 15,000 rpm at 4 ℃ for 10 min. The upper organic phase of the extraction was transferred to another clean tube and evaporated to dryness using a Thermo Electron (USA) RVT4104 refrigerated vapor trap at 35 ℃. Afterwards, the residue was dissolved with 100 μL of 60% acetonitrile and centrifuged at 15,000rpm at 4 ℃ for 3 min. The clear supernatant (20 μL) was injected to the column for analysis.

2.5. Method validation {#s0035}
----------------------

### 2.5.1. Specificity and selectivity {#s0040}

The specificity was tested by analyzing six different batches of blank human plasma so as to ensure that no endogenous substances interfere with analytes and IS existed in plasma. The selectivity of the method was demonstrated by comparing chromatograms obtained from blank plasma and spiked plasma.

### 2.5.2. Recovery and matrix effect {#s0045}

The recovery of analytes and IS was obtained by comparing processed QC samples (low, medium and high concentrations, *n*=5 for each concentration level) with post-extracted spiked samples at the same concentration levels. The matrix effect was determined by comparing the post-extracted spiked samples with non-extracted samples reconstituted in 60% acetonitrile.

### 2.5.3. The lower limit of quantification (LLOQ) {#s0050}

LLOQ was obtained based on a signal-to-noise ratio of 10:1. LLOQ was defined as the lowest concentration where the percentage coefficient of variation (CV) of replicates should be less than 20% and the accuracy of the measurement should be within ±20% (*n*=5).

### 2.5.4. The intra- and inter-day accuracy and precision {#s0055}

The intra- and inter-day accuracy and precision were obtained by analysis of five replicates of each QC sample (low, medium and high concentrations levels) on three separate days. The percentage coefficient of variation (CV) and relative standard error (RE) were used to evaluate the intra- and inter-day precision and accuracy.

### 2.5.5. Stability {#s0060}

Stability was also assessed at three QC concentration levels. It included bench-top stability, auto-sampler stability, freeze--thaw stability and long-term storage stability. The bench-top stability was assessed by keeping samples at ambient temperature for 5 h. The auto-sampler stability was determined by re-analyzing the processed QC samples stored at the auto-sampler at 10 ℃ for 8 h. For freeze--thaw stability, QC samples were stored at −70 ℃ for more than 3 h and thawed unassisted at room temperature, and then frozen again at −70 ℃. The cycle was repeated three times. Long-term storage stability was determined by storing QC samples at --70 ℃ for 3 months.

2.6. Method application {#s0065}
-----------------------

The UPLC--MS/MS assay was applied to determine concentrations of imatinib, dasatinib or nilotinib in a cohort of CML patients at steady-state (at least one month of treatment). Sampling time points were recorded. Blood samples were centrifuged as soon as possible at 3000 rpm at 4 ℃ for 5 min. Plasma supernatant was stored at −70 ℃ until analysis. On the day of analysis, samples were thawed at room temperature and processed as described in section 2.4. Furthermore, relationship between imatinib steady-state trough concentrations and polymorphisms of *SLC22A5* and *SLCO1B3* was assessed among CML patients. The study was approved by the local ethics committee. Informed consent was obtained from all individual participants included in the study.

3. Results and discussion {#s0070}
=========================

3.1. Sample pre-treatment {#s0075}
-------------------------

The sample pre-treatment method was tested initially. Protein precipitation with acetonitrile or methyl alcohol and liquid-liquid extraction with diethyl ether, dichloromethane, ethyl acetate or tert-Butyl methyl were tested. It turned out that the signal response and peak shape were better after the liquid-liquid extraction with ethyl acetate than other methods. By the way, ethyl acetate has lower toxicity than by other extraction agents. It is noteworthy that ion suppression and matrix effects are severe issues in ESI [@bib20]. Ionic species, like salts in biologic samples, have high ionization efficiency or surface activity, which competes with analytes during evaporation. Thus, improving the sample cleaning procedure is important. For these reasons, protein precipitation method should be avoided. So, the liquid-liquid extraction with ethyl acetate was chosen as the sample pre-treatment method. Additionally, due to the basicity of analytes, we added sodium hydroxide solution (0.1 mol/L) into the extraction to improve the analytes\' solubility and the extraction rate.

3.2. Chromatographic and mass spectrometric conditions {#s0080}
------------------------------------------------------

The analytes were ionized with an ESI source operating in the positive ion mode. In order to maximize sensitivity and achieve high specificity, the MRM mode was used in this method. Characteristic transitions (precursor ion→product ion) were *m/z* 494.5→394.5 for imatinib ([Fig. 1](#f0005){ref-type="fig"}), 488.7→401.5 for dasatinib ([Fig. 2](#f0010){ref-type="fig"}), and 530.7→289.5 for nilotinib ([Fig. 3](#f0015){ref-type="fig"}).Fig. 1Typical MRM chromatograms of human plasma spiked with imatinib (A), fragmentation pathway of imatinib (B), and its positive product ion mass spectrum (C: precursor ion, D: product ion).Fig. 1Fig. 2Typical MRM chromatograms of human plasma spiked with dasatinib (A), fragmentation pathway of dasatinb (B), and its positive product ion mass spectrum (C: precursor ion, D: product ion).Fig. 2Fig. 3Typical MRM chromatograms of human plasma spiked with nilotinib (A), fragmentation pathway of nilotinb (B), and its positive product ion mass spectrum (C: precursor ion, D: product ion).Fig. 3

As previously reported, isotope-labeled ISs, such as \[^2^H~8~\]-imatinib, \[^2^H~8~\]-dasatinib and \[^13^C, ^2^H~3~\]-nilotinib, were chosen. However, there are some disadvantages of isotope-labeled ISs. Single isotope-labeled ISs usually suffer from "cross-talk" between MRM channels due to the very similarities of their *m/z* to the original analyte. Thus, multiple isotope-labeled ISs are usually used for simultaneous determination of several drugs. However, since they are difficult to obtain (must purchase from overseas companies) and very costly, multiple isotope-labeled ISs are not quite fit for the conventional TDM in most hospitals labs in China. Therefore, gliquidone was chosen as the IS because of its similar skeleton structure and chromatographic compared to the analytes. Moreover, gliquidone is economical and easy to access from National Institute for Food and Drug Control in China.

The mobile phase should be chosen to achieve the best chromatographic peak shape and mass spectrometric resolution for analytes and IS with a minimum run time. In this study, a mobile phase consisting of A (aqueous phase: 0.15% formic acid and 0.05% ammonium acetate) and B (organic phase: acetonitrile) (60:40, v/v) was used with an isocratic elution mode. In order to obtain better symmetrical peak shapes and ionization efficiency, formic acid was added into the mobile phase. The ammonium acetate was also added because of its function of enhancing the retention of the analytes [@bib21]. After choosing the optimistic eluent system, the next important step is to select the elution mode. Gradient elution and isocratic elution were both tested in this study. However, it turned out that the chromatographic peak shape and separation effect were not improved significantly in the gradient elution mode (Results were not shown). Besides, optimization of the gradient elution is more complex and separation is slower than isocratic elution. Furthermore, it is reported that a number of chromatographers had a phobia of "ghost" peaks, baseline noise and other disturbances (e.g. eluent mixing) in gradient elution [@bib19]. Therefore, isocratic elution was selected as elution mode in this study.

3.3. Method validation {#s0085}
----------------------

### 3.3.1. Specificity, selectivity, matrix effect and recovery {#s0090}

The specificity was tested by analyzing six different batches of blank human plasma to ensure that no endogenous substances interfere with analytes and IS existed in plasma. The selectivity of the method was demonstrated by comparing chromatograms obtained from blank plasma and spiked plasma. The typical MRM chromatogram of blank plasma is shown in [Fig. S1](#s0125){ref-type="sec"}. The typical MRM chromatograms of human plasma spiked with imatinib, dasatinib and nilotinib are shown in [Fig. 1](#f0005){ref-type="fig"}A, [Fig. 2](#f0010){ref-type="fig"}A and [Fig. 3](#f0015){ref-type="fig"}A, respectively. The retention time was about 2.4 min for imatinib, 2.3 min for dasatinib, 3.5 min for nilotinib and 5.2 min for IS. No significant interference was observed at the retention time of analytes and IS in the blank human plasma. QC samples (*n*=5) at each of the three concentration levels were assayed for recovery. The mean extraction recovery was stable and ranged from 53.2% to 67.9% for imatinib (RSD\<9%), 63.7%--71.8% for dasaitinb (RSD\<13%), 82.6%--103.4% for nilotinib (RSD\<20%) ([Table 1](#t0005){ref-type="table"}). Extraction recovery was considered acceptable according to the results.Table 1Matrix effect and extraction recovery of imatinib, dasatinib and nilotinib.Table 1DrugConcentration (ng/mL)Matrix effect (%)RSD (%)Extraction recovery (%)RSD (%)Imatinib5.3110.09.162.57.2525.0112.46.653.210.04725.0113.81.767.94.8Dasatinib4.9110.94.664.213.0147.0108.86.063.712.8392.0105.53.071.85.8Nilotinib4.7110.88.3103.418.2470.0110.14.194.95.64230.096.22.482.62.6

### 3.3.2. Linearity, LLOQ, accuracy and precision {#s0095}

Calibration curves were obtained using the peak area ratios of drugs to the IS by weighed least square linear regression (weighting factor=1/*x* for imatinib and dasatinib, 1/*x*^2^ for nilotinib). Selection of the best weighting factor is according to the RE, which compares the regressed concentrations obtained from each weighting factor with the nominal standard concentrations. The weighting factor of 1/*x* for imatinib and dasatinib and 1/*x*^2^ for nilotinib were chosen as the best weighting factors because they gave the least sum of RE across the whole concentration range of each drug. LLOQ is 2.6 ng/mL, 2.0 ng/mL and 2.4 ng/mL for imatinib, dasatinib and nilotinib, respectively. Results indicate that this method was more sensitive than some published methods [@bib12], [@bib14], [@bib22].

The intra- and inter-day accuracy and precision were determined at three QC concentrations with five replicates for each concentration level. Accuracy is expressed as deviations from the nominal concentrations and precision is expressed as CV values [@bib12]. The detailed results are summarized in [Table 2](#t0010){ref-type="table"}. The intra- and inter-day accuracy values were all within ±15% and precision values were all less than 15%. Results indicate that the accuracy and precision met the requirement of determination.Table 2Precision and accuracy results of QC samples of imatinib, dasatinib and nilotinib.Table 2DrugConc. (ng/mL)Intra-dayInter-dayMean±SD(ng/mL)CV (%)RE(%)[a](#tbl2fna){ref-type="table-fn"}Mean±SD (ng/mL)CV (%)RE (%)[a](#tbl2fna){ref-type="table-fn"}Imatinib5.35.4±0.47.91.55.4±0.713.31.3525.0584.0±8.81.511.2563.0±45.98.27.24725.04848.2±596.412.32.64580.3±204.14.5−3.1Dasatinib4.94.9±0.612.20.44.3±0.38.3−12.6147.0139.3±5.84.2−5.2149.7±11.07.31.8392.0384.0±34.69.0−2.0387.3±21.25.5−1.2Nilotinib4.74.4±0.510.6−5.75.2±0.713.99.9470.0411.3±11.22.7−12.5537.1±26.64.914.34230.04724.5±179.03.8−11.74510.4±302.26.76.6[^2]

### 3.3.3. Stability {#s0100}

Three QC concentration levels were applied to evaluate the stability of each analyte under a variety of conditions. Bench-top stability test aims to ensure that analytes are not degraded at ambient temperature during the sample preparation time. Results indicate that blood samples stored at ambient temperature for 5 h are still stable. Results from auto-sampler stability suggest that reconstituted samples stored at auto-sampler vials for 8 h have no significant degradation. The effect of three freeze/thaw cycles was tested for each analyte, and CV values were all less than 9%. During the long-term storage of samples at −70 ℃ for three months, no significant degradation of the analytes was observed. Results are all summarized in [Table 3](#t0015){ref-type="table"}, and show that the stability of analytes is acceptable under all stability tests.Table 3Stability tests results.Table 3DrugConc. (ng/mL)Bench-topstability[a](#tbl3fna){ref-type="table-fn"}Autos-samplerstability[b](#tbl3fnb){ref-type="table-fn"}Freeze--thawstability[c](#tbl3fnc){ref-type="table-fn"}Long-term storage stability[d](#tbl3fnd){ref-type="table-fn"}Mean±SD (ng/mL)CV (%)Mean±SD (ng/mL)CV (%)Mean±SD (ng/mL)CV (%)Mean±SD (ng/mL)CV (%)Imatinib5.35.3±0.713.15.3±0.59.05.5±0.59.05.3±0.59.7525.0537.4±38.07.1528.4±18.73.5524.6±45.48.6504.9±37.77.54725.04668.5±370.47.94763.8±260.45.54715.5±297.26.34674.2±168.63.6Dasatinib4.94.3±0.614.84.2±0.410.34.2±0.36.34.0±0.49.9147.0151.7±12.88.4158.3±5.33.4146.3±10.06.8143.1±10.27.1392.0402.2±12.03.0400.0±17.84.5407.9±24.36.0386.9±22.45.8Nilotinib4.75.1±0.47.44.5±0.48.25.0±0.24.74.9±0.48.8470.0477.5±47.09.8536.5±23.04.3494.7±39.58.0417.1±17.14.14230.03843.5±93.72.44286.0±136.53.24383.2±370.58.44051.4±163.04.0[^3][^4][^5][^6]

3.4. Method application {#s0105}
-----------------------

The validated UPLC--MS/MS assay was used to determine concentrations of imatinib, dasatinib or nilotinib in a cohort of CML patients at steady-state (at least one month of treatment) ([Table 4](#t0020){ref-type="table"}). The method is sensitive in determining these three drugs and all concentrations are above LLOQ. Moreover, it has been reported that polymorphisms of *SLC22A5* and *SLCO1B3* can affect transport of endogenous and xenobiotic substances [@bib23]. However, it is unknown whether polymorphisms in these two genes are related to interpatient variability in imatinib steady-state trough concentrations. Therefore, the influence of two single nucleotide polymorphisms (SNPs) of these two genes on imatinib steady-state trough concentrations was evaluated in 25 CML patients ([Table 5](#t0025){ref-type="table"}). Results showed that there were no significant differences in imatinib steady-state trough concentrations among the *SLC22A5* −1889T\>C or *SLCO1B3* 699 G\>A genotypes (*P*\>0.05). This is the first study to evaluate the relationship between imatinib steady-state trough concentrations and *SLC22A5* −1889T\>C or *SLCO1B3* 699 G\>A genotypes in Chinese CML patients. Even so, further studies with a larger patient population are needed to confirm this result.Table 4Concentrations of imatinib, dasatinib or nilotinib in human plasma of CML patients (*n*=18).Table 4DrugSample IDTime interval (h)[a](#tbl4fna){ref-type="table-fn"}Dose (mg/d)Conc. (ng/mL)Imatinib12.74002899.626.64002517.238.74002366.2414.94002196.0515.24001931.5616.24001194.1722.2400664.3825.7400400.1Dasatinib17.810016.825.310094.531.2100157.643.6100132.9512.110013.2Nilotinib11.46002535.321.86003130.434.46002437.645.06001920.856.36001495.8[^7]Table 5Relationship between imatinib steady-state trough concentrations and polymorphisms of *SLC22A5* and *SLCO1B3* (*n*=25, dose=400 mg).Table 5Genotype*n*Steady-state trough conc. (ng/mL)*P*-value[a](#tbl5fna){ref-type="table-fn"}MeanSD*SLC22A5 −1889T\>C*TT31285.8960.40.36TC111745.6708.8CC112081.3711.9*SLCO1B3 699 G\>A*GG22331.9291.60.54GA61804.9641.5AA171791.8826.3[^8]

4. Conclusions {#s0110}
==============

A sensitive and selective UPLC--MS/MS assay was developed and validated for simultaneous determination of imatinib, dasatinib and nilotinib in human plasma. The method shows advantages in the aspect of economical IS, simple sample preparation, and short run time, which make it capable of analyzing a large number of human plasma samples in clinical practice in China. The application of this method to a pilot study investigating the relationship between imatinib steady-state trough concentrations and different gene polymorphisms of transporters may be of interest to researchers in the pharmacokinetic field.
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Fig. S1Typical MRM chromatograms of blank plasma samples (A: dasatinib, B: imatinib, C: nilotinib, D: IS).Fig. S1
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[^3]: Stored at ambient temperature (25 ℃) for 5 h.

[^4]: Stored at auto-sampler\'s temperature (10 ℃) for 8 h.

[^5]: After three freeze-thaw cycles.

[^6]: at --70℃ for 3 months.

[^7]: The time interval between the last medication and sampling.

[^8]: Kruskal--Wallis test was used. *P*-values of \<0.05 were considered statistical significance.
